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Abstract: Industrial wastewaters may contain toxic or highly inhibitive compounds, which makes
the measurement of biological oxygen demand (BOD) challenging. Due to the high concentration of
organic compounds within them, industrial wastewater samples must be diluted to perform BOD
measurements. This study focused on determining the reliability of wastewater BOD measurement
using two different types of industrial wastewater, namely pharmaceutical wastewater containing a
total organic carbon (TOC) value of 34,000 mg(C)/L and industrial paper manufacturing wastewater
containing a corresponding TOC value of 30 mg(C)/L. Both manometric respirometry and the closed-
bottle method were used in the study, and the results were compared. It was found that the dilution
wastewaters containing inhibitive compounds affected BOD values, which increased due to the
decreased inhibiting effect of wastewater pollutants. Therefore, the correct BOD for effluents should
be measured from undiluted samples, while the diluted value is appropriate for determining the
maximum value for biodegradable organic material in the effluent. The accuracy of the results from
the blank samples was also examined, and it was found that the readings of these were different to
those from the samples. Therefore, the blank value that must be subtracted may differ depending on
the sample.

Keywords: biodegradation; BOD measurements; manometric respirometry; inhibition; wastewater;
blank; closed bottle

1. Introduction

Biodegradability is an important indicator when assessing the environmental friend-
liness of pollutants in wastewater that refers to the activity of degradation by bacteria
and microorganisms. Biodegradation is nature’s own treatment method for mineraliz-
ing organic compounds that are widely used in wastewater treatment. It is a cheap and
effective means of doing so, as the bacteria degrade the pollutants [1,2]. The biological
oxygen demand (BOD) refers to the amount of oxygen consumed in the biodegradation
of a particular compound. The samples examined in this study were inhibitory industrial
wastewaters [3,4]. This means that the BOD of the raw water was low or zero, since the
bacteria could not decompose the sample when they could not function in the solution.
This BOD value of the raw sample was correct for the wastewater samples (WWP1 and
WWP2) [5]. As the sample was inhibitory rather than non-degradable, its biodegradability
increased as the dilution factor increased. This was because the bacteria were then able to
use the compounds as food, which they did not do in the case of a nonbiodegradable com-
pound, and thus the BOD of the diluted solution was high. This diluted figure indicated
how much organic biodegradable material the sample contained [6]. This BOD for the
maximum value for biodegradable organic material was obtained by using the value above
which dilution no longer had an augmenting effect on the BOD value [7]. The proportion of
total organic matter was obtained through total organic carbon (TOC) measurement. If the
degree of biodegradability was lower than 100%, the remaining part was nonbiodegradable.
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Therefore, degrees of biodegradability were calculated for these results, from which it could
then be seen that the sample did not contain a nonbiodegradable fraction at high dilutions.

The traditional way of measuring BOD values is called the closed-bottle method, while
the oxygen content is determined using electrodes or titration, depending on the standard
used [5,8–11]. In the closed-bottle method, the initial and final oxygen concentrations are
measured, from which the BOD value of the wastewater is calculated. The name of this
method is derived from the fact that there is no air space in the bottle. The organic pollutants
in wastewater consume only the oxygen present in the solution. In the Organisation for
Economic Co-operation and Development (OECD) Guidelines for the Testing of Chemicals,
OECD 301D is the standard for the closed-bottle test [8]. The manometric respirometry
test, which is based on measuring pressure and calculating the BOD value using the
modified ideal gas law, [8,10] is another means of measuring BOD values [8,9] and also a
way to measure oxygen consumption, according to the OECD guidelines [8]. The OxiTop
measuring device used in this method takes multiple measuring points as a function of
time with one measurement. Both the closed-bottle and manometric respirometry methods
are used in routine BOD measurements.

In the present study, measurements were performed on two factory effluents with
significantly different TOC values via both manometric respirometry and the closed-bottle
method by using titration and electrodes to measure oxygen content. We examined the
biodegradability of wastewaters containing inhibitive pollutants and the differences be-
tween the BOD values of undiluted and diluted wastewaters. The purpose of the study
was to determine whether these waters had a maximum BOD value and whether they were
completely biodegradable at high dilutions. We also determined whether the sampled
waters contained nonbiodegradable components. Generally, only BOD7 (the amount of
oxygen consumed over a seven-day period) is determined for wastewaters, but in this
study, the measurement time was extended to BOD28 (28 days), following OECD guide-
lines [8]. Also, the nondiluted values were measured to obtain the correct BOD values for
the wastewaters [12]. The correctness of the blank value was addressed, as the inhibitive
pollutants also affected the BOD value of the blank sample.

2. Materials and Methods

Biodegradability measurements were taken for two different industrial wastewaters:
WWP1, which was pharmaceutical wastewater; and WWP2, which was wastewater from
the paper manufacturing industry. WWP1 was orange colored and WWP2 contained white
precipitation that was filtered off with filter paper (7 µm pore size) from the solution before
measurement. The added bacteria strain (incoming wastewater) was gathered from a
municipal wastewater treatment plant located in Oulu in northern Finland.

The BOD values were measured using the manometric respirometry method. They
were also determined by using the closed-bottle method using both electrodes and titration
to measure the oxygen content at the outset, after 7 days, and after 28 days. The inhibitory
effects of the wastewaters were determined at the same time [5,8–11].

The TOC values of the wastewaters in the study were determined with a TOC analyzer
(Sievers 900 Portable, GE Analytical Instruments. Theoretical oxygen consumption (ThOD),
which refers to the consumption of oxygen theoretically necessary for enumerating the
degree of biodegradability, was calculated according to Equation (1):

ThOD = TOC*32/12 (1)

where 12 is the molecular weight of carbon and 32 is the molecular weight of oxygen.
The theoretical value of biodegradation does not consider the amount of oxygen

consumed by hydrogen, which can be very significant and reduces the calculated degree of
biodegradability. The ThOD is therefore indicative only.

The TOC, ThOD, and pH values of the WWP1 and WWP2 samples are presented in
Table 1.
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Table 1. The TOC, ThOD, and pH values of the WWP1 and WWP2 samples.

Sample TOC ThOD pH

WWP1 34000 mg(C) L−1 ± 1160 mg/L * 90670 mg(O2) L−1 6.60 ± 0.06 *
WWP2 30 mg(C) L−1 ± 1.44 mg/L * 80 mg(O2) L−1 8.10 ± 0.06 *

* Measurements were repeated several times.

For BOD analysis, samples were prepared using the closed-bottle method with the
same dilution coefficients as used in the measurements taken with manometric respirometry.
The WWP1 sample solutions examined were either raw (undiluted) or diluted at: 1:5, 1:10,
1:50, 1:100, 1:500, 1:1000, 1:5000, or 1:10,000. The WWP2 sample solutions examined were
either raw (undiluted) or diluted at: 1:2, 1:5, 1:10, 1:50, 1:100, or 1:200. The highest dilution
coefficient was determined based on the TOC value.

The solutions used for dilution were prepared as presented in the OECD 301F standard
to enable proper comparison of the results. According to European Standards (EN), 10% of
the buffer solution should be used for measurements [8]. The reagents used were analytical
grade. Mineral solutions and the buffer solution were prepared according to the OECD
301F measurement, as follows:

(a) Buffer solution

- KH2PO4 (AnalaRNORMAPUR)→8.50 g
- K2HPO4 (Hipersolv for HPLC)→21.75 g
- Na2HPO4·2H2O (GRP Rectapur)→33.40 g
- NH4Cl (Merck)→0.50 g

Mineral solutions:

(b) CaCl2·2H2O (Riedel–de Haën)→36.40 g
(c) MgSO4·7H2O (VWR)→22.50 g
(d) FeCl3·6H2O (Sigma–Aldrich)→0.25 g

All dilutions (a–d) were prepared in quantities up to one liter. A total of 10 mL/L
of the buffer solution was added to the dilution water, as well as 1 mL/L of the other
saline solutions. The amount of inoculum used was 5mL/L. Each 100 mL of the primar-
ily treated effluent of municipal wastewater used as the inoculum contained a total of
44,000,000 coliforms, 2,200,000 Enterococci, and 22,000 F-RNA coliphages [13]. The mea-
suring temperature was kept at 20.0 ± 0.2 ◦C. The undiluted sample was not inoculated
because the measurement was undertaken according to the standard [5]. The raw samples
were measured as such, without the addition of allyl thiourea (ATU), while 5 g/L of ATU
was added at 0.5 mL per liter to the dilution water to prevent nitrification.

Measurements using the closed-bottle method were performed according to EN stan-
dards [5,8–11], which state that the oxygen consumed during measurement should be
under 6000 mg/L in total to obtain a result.

From each diluted sample, two samples were taken for incubation and one was titrated
and measured with an electrode. Examination of biodegradation with this method requires
separate sampling. The bottles were filled so that there was no air space left and placed in
an incubation chamber at 20.0 ± 0.2 ◦C. All three samples were titrated with 0.1 N sodium
thiosulfate (Na2S2O3; Merck) solution with two replicates, using 100 mL of the sample. The
samples had to be moved to another container for titration. Oxygen content was measured
with an electrode (Hach Lange LDO, HACH LANGE GmbH, Düsseldorf, Germany) in
the same sample flasks before titration with one replicate. The oxygen dissolved in the
sample reacted with manganese hydroxide. The sample was acidified and the iodide was
oxidized with a manganese compound. At the same time, an equivalent amount of iodine
was released, and this iodine was determined by titration with sodium thiosulphate [10].
The oxidizing and reducing compounds were investigated according to the standard [10]
before titration, given that analysis was based on oxidation–reduction reactions.
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The stoichiometric equations for the reactions described above are as follows [14]:

Mn+2 + 2 OH− →Mn(OH)2 (2)

2 Mn(OH)2 +
1
2

O2 + H2O→2 MnO(OH)2 (3)

Oxidation of Mn(II)→Mn(III)

2 Mn(OH)3 + 2 I− + 6 H+ → 2 Mn+2 + I2 + 6 H2O (4)

Oxidation of I− to I2
I2 + I− → I3

− (5)

Oxidation of S2O3
−2 → S4O6

−2

Reduction of I3
− → 3I−

I3
− + 2S2O3

−2 → 3I− + S4O6
−2

(6)

(Mn(II)sulphate, Merck; sodium thiosulphate 1 N standard solution, Merck; KI, FF
Chemicals; KIO3, Baker Analyzed).

In the closed-bottle method, the start and end points for the oxygen content were
obtained by titration or with an electrode, and the oxygen content of the test sample was
given by using the respective formulas:

Mr ×V2 × c× f1/4×V1 (7)

where Mr is the relative molecular mass of the oxygen (32 g mol/L), V1 is the volume of
the test sample (ml), V2 is the volume of the titration solution used to titrate the sample
solution (ml), and c is the concentration of the sodium thiosulphate solution (mmol/L); and

f1 = V0/(V0 −V) (8)

where V0 is the volume of the bottle (ml) and V′ is the volume of both the manganese (II)
sulphate solution (1 mL) and the alkaline reagent (2 mL).

The manometric measurement was done using a BOD OxiTop Control (WTW, XYLEM
ANALYTICS UK LTD, Hertfordshire England instrument to determine the BOD values
of the wastewater samples. Constant stirring was performed during incubation. The
manometric respirometry method (BOD OxiTop C110, WTW: Weilheim, Germany) is based
on pressure change in the air space of a bottle [15,16]. The undiluted and blank values of
WWP1 were determined in the 0–40 mg/L measuring area (432 mL filling) and the others
in the 0–200 mg/L measuring area (250 mL filling). For WWP2, the measuring area was
0–40 mg/L for all samples. With this method, a decrease in pressure is achieved when
oxygen is consumed from the air space, and the carbon dioxide and water that form are
absorbed into NaOH pellets. An anaerobic biodegradation reaction increases the pressure,
as nothing is consumed from the air phase, and methane and carbon dioxide are formed.
The equipment calculated the BOD value from the pressure value using the modified ideal
gas law (Equation (9)):

BOD (mg/L) = M(O2)/RTm * [(Vtot − V1)/V1 + αTm/T0] * ∆p(O2), (9)

where M(O2) is the molecular weight of oxygen (32 g/mol), R is a gas constant
(83.144 hPa/mol/K), Tm is the measuring temperature (K), T0 is 273.15 (K), Vtot is the
bottle volume (mL), V1 is the liquid phase volume (mL), α is the Bunsen absorption coef-
ficient (0.003103), and ∆p is the difference in partial oxygen pressure (hPa). The mineral
solutions and dilutions were the same as in the closed-bottle method.

The blank values were also determined alongside the values of the actual samples. The
blank samples contained mineral solutions and the inoculum at the same concentrations as
the actual samples.
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3. Results
3.1. Biodegradation of WWP1 Sample

The WWP1 sample biodegraded at high dilutions, and more than 100% biodegradabil-
ity was obtained with the manometric method at a dilution of 1:10,000. The explanation
for this exceedance was the formation of water, which could not be taken into account
because only the carbon content was known. Tables 2 and 3 show the BOD values and
biodegradation degrees of the WWP1 sample after 7 and 28 days. The sample was highly
inhibitive at low dilutions and biodegradable at high dilutions. The correct BOD value was
measured from the undiluted sample, and the determination of the maximum value for
biodegradable organic material was performed with a diluted sample. The largest BOD
value had to be such that the dilution would no longer increase it. If a sample contained
nonbiodegradable material, a higher dilution coefficient would have no effect on the result,
which would stay at a level typical for the sample in question. This value was not found
in the results of the present study because higher dilution led to degrees of biodegrada-
tion above 100%. In these results, the oxygen consumed by the formation of water could
not be taken into account, which caused a large error elevating the calculated degree of
biodegradation. The sample that was degraded at the highest dilutions exhibited 51%
biodegradability during a seven-day electrode measurement. This result was in line with
the 28-day measurements, for which the biodegradation degree at the highest dilution was
75%. With the respirometry method, 74% biodegradability was achieved at a dilution of
1:1000. Dilutions higher than this are already at the limit of quantification, and the results
should be considered very critically.

Table 2. The sample, dilution factor, and BOD values and the calculated degrees of biodegradation of
the WWP1 sample measured with titration and electrochemical probe.

Sample Dilution
Factor Time (d)

Titrated
BOD

(mg L−1)

El. Chem.
BOD

(mg L−1)

El. Chem.
Biodegradation

Degree (%)

WWP1 Blank 7 1.6 0.2
Raw — 6.9 0
1:5 — 11 0.01
1:10 — 9.2 0.01
1:50 0 0 —

1:100 0 40.2 0.04
1:500 — 3125 3.4

1:1000 — 7230 8
1:5000 — 33,650 37

1:10,000 42,760 46,000 51
WWP1 Blank 28 2.0 0.3

Raw — 7.6 0.008
1:5 — 36.3 0.04
1:10 — 39.4 0.04
1:50 0 320 0.4

1:100 — 820 0.9
1:500 — 3900 4

1:1000 — 7490 8
1:5000 — 36,750 40

1:10,000 — 68,100 75
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Table 3. The sample, dilution factor, and BOD values and the calculated degrees of biodegradation of
the WWP1 sample measured with the manometric respirometry method.

Sample Dilution
Factor Time (d)

Manometric
Respirometry
BOD (mg L−1)

Manometric Respirometry
Biodegradation

Degree (%)

WWP1 Blank 7 0.7 ± 0.5
Raw negative —
1:5 0 0
1:10 0 0
1:50 23 ± 12.5 0.03

1:100 470 ± 355 0.54
1:500 21,400 ± 21,500 25
1:1000 44,200 ± 2100 51
1:5000 12800 15

1:10,000 96,000 ± 14,500 >100
WWP1 Blank 28 0.7 ± 0.2

Raw 0 —
1:5 0 0
1:10 0 0
1:50 60 ± 12.5 0.08

1:100 26,500 ± 2050 30
1:500 36,400 ± 32,125 42
1:1000 64,800 ± 8.7 74
1:5000 77,500 ± 2100 89

1:10,000 107,500 ± 0 >100

It is clear from Tables 2 and 3 that inhibition strongly affected the results, even at a
dilution of 1:100, a case for which no biodegradation reaction had been observed. Moving
from a 1:100 dilution to higher dilutions, the biodegradation results increased, leading
to biodegradation values greater than 100% at the highest dilutions. This indicated that
the samples consumed more oxygen than was theoretically possible. The first reason for
this was related to the blank sample, which is of great importance at such high dilutions.
Another reason was the calculation of the theoretical value, which did not take into con-
sideration water formation when the samples contained oxygen. This deficiency in the
calculation method could have caused a large error in the measurement results. At low
dilutions, the results for the degrees of both BOD and biodegradation were lower with
the manometric method than with the electrode method and, the same was true at higher
dilutions. The electrochemical probe indicated a value of 8.76 mg/L for the initial oxygen
concentration after being bubbled for one hour with compressed air. The oxygen content
without bubbling was 2.49 mg/L.

The electrode measurements indicated oxygen content, while the titration measure-
ments were not successful. The problems in determining oxygen content by titration may
have been due to various factors, including the presence of suspended matter capable of
fixing or consuming iodine or, for example, iodine reacting with a double bond [17].

The BOD values of the WWP1 raw sample were measured without an inoculum
(Figure 1). As a result, very small negative values were obtained with the manometric
method, indicating that the sample without aerobic bacterial transfer was degraded by
its own bacteria, which may have been anaerobic [18]. However, the result was close to
zero. The advantage of measuring pressure is that a detected increase in pressure indicates
anaerobic activity. The anaerobic reaction yields carbon dioxide, methane, and possibly
hydrogen sulfide [19]. The BOD value is calculated as a reference only and does not indicate
exact the biodegradability of the anaerobic reaction.
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Figure 1. BOD value of the raw WWP1 sample measured with BOD OxiTop for 28 days.

If the oxygen content is greater than the initial concentration obtained at the end
using the closed-bottle method, there is something wrong with the measurement. With the
electrode, the BOD value of the raw sample was zero.

3.2. Biodegradation of the WWP2 Sample

There were differences in the results obtained from the WWP2 sample when using the
electrode and titration methods for BOD value determination (Table 4) that can be seen in
the differences in measured oxygen consumption. The BOD value of the WWP2 sample
was strongly affected by inhibition, the carbon content was lower than in WWP1, and it
was easier to find a proper dilution factor in this case. As can be seen in Tables 4 and 5, the
biodegradation degree increased along with the dilution coefficient.

Table 4. The sample, dilution factor, and BOD values and the calculated biodegradation degrees of
the WWP2 sample measured with titration and electrochemical probe.

Sample Dilution Time (d)
Titrated

BOD
(mg L−1)

El. Chem.
BOD

(mg L−1)

El. Chem.
Biodegradation

Degree (%)

WWP2 Blank 7 1.6 ± 0.8 0.2
Raw 1.3 ± 0.04 0.1 0.1
1:2 12.0 ± 2.5 14 18
1:5 22 ± 3.9 31 39
1:10 34 ± 1.9 47 59
1:50 98 ± 2 105 >100

1:100 0 0 -
1:200 0 92 >100

WWP2 Blank 28 2.0 0.3
Raw 5.2 4.3 5
1:2 11 ± 1.5 15 19
1:5 14 ± 0 35 44
1:10 — 73 91
1:50 126 123 >100

1:100 460 76 95
1:200 0 72 90
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Table 5. The sample, dilution factor, and BOD values and the calculated biodegradation degrees of
the WWP2 sample measured with the manometric respirometric method.

Sample Dilution
Factor Time (d)

Manometric
Respirometry
BOD (mg L−1)

Manometric Respirometry
Biodegradation

Degree (%)

WWP2 Blank 7 1.6 ± 0.15
Raw 9.2 ± 0.55 12
1:2 9.4 ± 1.1 12
1:5 17 ± 1.25 21

1:10 17 ± 0 21
1:50 0 -
1:100 30 ± 0 38
1:200 Negative

WWP2 Blank 28 8.6 ± 3.8
Raw 30 ± 3.7 26
1:2 41 ± 12 51
1:5 66 ± 4.25 82

1:10 140 ± 30 >100
1:50 340 ± 50 >100
1:100 370 ± 20 >100
1:200 Negative -

Repeats (after 7 or 28 days) were undertaken with separate flasks, and the biodegrada-
tion reaction was not necessarily the same in every bottle, since the reaction is very sensitive
to changes in the environment. In Tables 4 and 5, the differences in the measurements
can be seen. The electrode and titration results were quite similar, while the manometric
measurements were very different from the others, although the trend was the same. Both
titrated and electrode-measured BOD values contained only one blank sample, and the
manometric measurement test included two. The undiluted sample contained no inocula,
since the measurement was undertaken according to the EN 1899-2:1998 standard. The
BOD7 of the raw sample was 1.3 mg/L when titrated, 0.1 mg/L with the electrode, and
8.6 mg/L using the manometric method. As shown in Tables 4 and 5, the blank values
could differ with the same inoculum added to sample solutions, especially after 28 days. It
was quite clear that when the coefficient was large, the blank value deduced was crucial.
The BOD values obtained with both the electrode and titration methods were very similar,
so the biodegradation degree was not calculated separately. The BOD values were the
mean values of two repeats. However, each measurement that was performed provided
different results. Titration provided lower BOD results than electrode measurements. The
sample did not contain iodine-binding matter. Although the sample was clearly inhibitory,
a biodegradation reaction was obtained for the undiluted sample measured with the mano-
metric method. The dispersion of the results may have indicated the inhomogeneity of
the sample. This could explain the differences between the manometric and closed-bottle
methods, since the titration and electrode measurements were undertaken in the same
bottle, whereas the samples were diluted separately for the manometric measurement. It
can be concluded from the results that the BOD of this wastewater was very difficult to
determine, as all methods provided such different values. The manometric method pro-
vided completely different results, from which alone their incorrectness cannot be inferred.
WWP2 biodegraded within 7 days as measured by the closed-bottle method, but only
within 28 days with the manometric method.

Figure 2 presents the manometric respirometric biodegradation curve, from which it
can be seen that biodegradation continued after 28 days. However, the measurement was
not continued after 28 days, as only three vials were analyzed at the beginning, after 7 days,
and after 28 days with the closed-bottle method. The measurements were performed
according to OECD guidelines. By titrating with the closed-bottle method, the WWP2
sample was completely biodegraded within 7 days at a dilution of 1:50. The WWP2
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sample could be classified as moderately biodegradable when undiluted and over 90%
biodegradable at a dilution of 1:10. As the manometric method does not require separate
sampling, the curve could be traced by observing when a sample was completely degraded.
This was not possible with the closed-bottle method, as all samples required their own
measurements at different times.

ChemEngineering 2022, 6, x FOR PEER REVIEW 9 of 14 
 

days, and after 28 days with the closed-bottle method. The measurements were performed 

according to OECD guidelines. By titrating with the closed-bottle method, the WWP2 

sample was completely biodegraded within 7 days at a dilution of 1:50. The WWP2 sam-

ple could be classified as moderately biodegradable when undiluted and over 90% biode-

gradable at a dilution of 1:10. As the manometric method does not require separate sam-

pling, the curve could be traced by observing when a sample was completely degraded. 

This was not possible with the closed-bottle method, as all samples required their own 

measurements at different times. 

 

Figure 2. Graph of an undiluted sample with one replicate of WWP2 measured with BOD OxiTop 

for 28 days. 

3.3. Blank Samples 

Measurements with blank samples are always undertaken in addition to the actual 

samples to ensure that environmental disturbances are eliminated from the results. In bi-

odegradability measurements, a bacterial inoculum is typically added to the sample to en-

sure that the sample is biodegradable, so that comparable values can be obtained from 

different laboratories. The wastewater used as an inoculum must contain the widest pos-

sible range of bacteria, and it has been found that municipal wastewater works well for 

this purpose. The bacterial inoculum from the wastewater treatment plant was added to 

the mineral solution in which the samples were also placed. This mineral solution was 

used to dilute the sampled effluents of WWP1 and WWP2. 

In general, the blank values of the WWP1 sample were slightly lower than the aver-

age over the years (Figure 3). All the measurements used a bacterial source from munici-

pal wastewater, which has been used as a bacterial transfer for more than 15 years [20,21]. 

Municipal wastewater used as an inoculum is always filtered through at least 7 μm of 

porous filter paper. However, it has been suggested in previous studies that pretreatments 

can adversely affect bacterial graft function [22]. Nevertheless, it can be seen from Figure 

4 that biodegradable material, albeit slowly degradable, remained in the bacterial graft. 

As can be seen from Figures 3 and 4, the wastewater used as an inoculum resulted in 

significantly different graphs—one was made for the WWP1 sample (Figure 3) and the 

other for WWP2 (Figure 4). 

 

Figure 2. Graph of an undiluted sample with one replicate of WWP2 measured with BOD OxiTop for
28 days.

3.3. Blank Samples

Measurements with blank samples are always undertaken in addition to the actual
samples to ensure that environmental disturbances are eliminated from the results. In
biodegradability measurements, a bacterial inoculum is typically added to the sample
to ensure that the sample is biodegradable, so that comparable values can be obtained
from different laboratories. The wastewater used as an inoculum must contain the widest
possible range of bacteria, and it has been found that municipal wastewater works well
for this purpose. The bacterial inoculum from the wastewater treatment plant was added
to the mineral solution in which the samples were also placed. This mineral solution was
used to dilute the sampled effluents of WWP1 and WWP2.

In general, the blank values of the WWP1 sample were slightly lower than the average
over the years (Figure 3). All the measurements used a bacterial source from municipal
wastewater, which has been used as a bacterial transfer for more than 15 years [20,21].
Municipal wastewater used as an inoculum is always filtered through at least 7 µm of
porous filter paper. However, it has been suggested in previous studies that pretreatments
can adversely affect bacterial graft function [22]. Nevertheless, it can be seen from Figure 4
that biodegradable material, albeit slowly degradable, remained in the bacterial graft.
As can be seen from Figures 3 and 4, the wastewater used as an inoculum resulted in
significantly different graphs—one was made for the WWP1 sample (Figure 3) and the
other for WWP2 (Figure 4).

Figure 4, on the other hand, shows a very different curve, from which it can be
concluded that the blank sample did not provide a “correct” result. This same behavior was
not observed in the sample itself at low dilutions, to which this inoculum was added. If this
value was subtracted from the sample result, it would be too low for the biodegradability of
the sample. The cause of this behavior is likely to have been the slowly decomposing solids
remaining after filtration. As can be seen from Figure 4, when the BOD7 was measured,
the result was good, but the BOD28 was no longer reliable. In the measurement, a blank
sample was prepared separately for manometric measurement, but the same blank was also
prepared for electrode measurement and titration. Results from the titration and electrode
measurements provided very similar values as those for the blank with the WWP1 sample.
Again, the titration had a higher value than the electrodes, and the manometric method
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provided the same result as that obtained with titration. When measuring biodegradation
values with the closed-bottle method, it may sometimes be difficult to detect the strange
behavior of the blank because the whole BOD curve cannot be seen. This is not the case
with manometric measurements, as it is immediately clear from the curve when the blank
is not working properly.
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4. Discussion

Heterophilic metabolism, which involves aerobic biodegradation, generates ATP for
cellular energy needs, and organic compounds are oxidized in the reactions. This degrada-
tion process results in the formation of simpler organic compounds that the bacterial cell
needs for biosynthetic or assimilation reactions. The compounds continue to biodegrade
to form carbon dioxide and water upon completion of the biodegradation reaction [23].
Bacteria are very selective in relation to biodegradable material. For each chemical reaction,
an individual enzyme functions as a catalyst in the organic world. Enzymes have high
specificity because they are able to distinguish slightly different substrate molecules [24].

The WWP1 sample did not contain nonbiodegradable components, since its pollutants
were 100% biodegradable at high dilutions. A nonbiodegradable compound does not
degrade under any circumstances. The difference between toxic and inhibitive substances
is not well known. Loftus [7] stated that with toxic samples, the right value is the highest
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value. The terms “inhibitive” and “toxic” are both used in the literature. This indicates that
the toxic sample would also be biodegradable at high dilutions [25].

Generally, industrial wastewater can be divided into two types, inorganic and or-
ganic, which contain many different pollutants. BOD5 can be measured only for organic
waste. Factories manufacturing pharmaceuticals, cosmetics, organic dyes, adhesives, glues,
soaps, synthetic detergents, pesticides, and herbicides generally have COD levels of around
5000–15,000 mg/L, and BOD5 levels are estimated to be 1500–4500 mg/L; the BOD5:COD
ratio is lower than 30% [26]. This means that either the toxicity is too high or these wastew-
aters contain nonbiodegradable components. Staining emissions, including those from
re-tanning, have an average BOD5 of 4200 ± 70 mg/L and COD of 71,040 ± 40 mg/L.
Lower values of BOD 700 ± 10 mg/L and COD 4200 ± 10.5 mg/L are characteristic of
descaling waste and tanning plants [27]. Textile mill effluents typically contain 145–236
mg/L BOD5 [28]. Cellulose and paper manufacturing plants have black wastewaters
wherein the BOD is 700 mg/L and white wastewaters with a BOD of 350 mg/L [29]. The
wastewater from factories in the oil refining industry has a BOD of 150–250 mg/L [30].
Brewery and fermentation factories have a BOD of 1200–3600 mg/L [31]. Brewery wastew-
ater shows a COD of 1500–5000 mgO2/L and a BOD5 of 1000–3000 mg/L [30]. Batik
wastewater contains both coloring and wax removal wastewater, wherein the BOD5 values
are 261.25 mg/L and 8126 mg/L, respectively [32]. The BOD is 3300 mg/L and 500 mg/L
in the case of leather effluents and textile effluents, respectively. The COD values of leather
effluents are very high (2100–3400 mg/L) when compared to textile effluents (1050–1300
mg/L) [33].

Biodegradability tests use wastewater or sludge as an inoculum source that biode-
grades various compounds [12]. Wastewater used as inocula naturally contains bacteria
that can degrade a sample more easily than added bacteria because they are adapted to
the compounds in the sample [34]. Domestic wastewater as a source of inoculum has an
average BOD7 value of 207 mg(O2)/L. The calculated BOD value for the inoculum was
about 1 mg (O2)/L after an addition of 5 mL/L. However, the BOD should always be
measured separately if there are seasonal variations in the wastewater used as an inocu-
lum [35]. If undiluted samples are examined, no inoculum is added to the sample solution
and no blank sample is required [5]. By adding bacteria, the aim is to create the most
favorable conditions for the comparison of results among different laboratories. The blank
sample contains everything (mineral solution and inoculum) but the sample itself [5,8–11].
The use of inoculation is a good way in general to promote the biodegradation reaction,
although its behavior in wastewater may be quite different depending on the wastewater in
question, especially if it is inhibitory or toxic. Pretreatments of inocula have been studied,
and the natural variation between different environments and variation due to differential
selection of bacterial communities (by different pretreatment methods) have been offered
as explanations for the historical high variability in standard OECD-ready biodegradability
tests [22]. In studies on the use of activated sludge as a bacterial inoculum, it has been found
that BOD experiments inoculated with fresh activated sludge better describe the diversity
of bacteria in water than inocula adapted to a particular substance [35]. Furthermore, toxic
compounds in wastewater also prevent the biodegradation of added samples, such as
glucose [36]. If the inhibitory compounds are diluted, they will be biodegradable, but the
Finnish Waste Act prohibits the dilution of waste [37,38]. For this reason, such wastewater
is treated separately and not discharged into the sewer system.

There was little variation in the blank samples in this study. Titration provided a
slightly higher result than the calculated value and an electrochemical value that was
slightly too low. Both titration and electrode measurements used the same blank, which
was first measured with an electrode and then by titration. Nevertheless, the differences
among the measurements were large. The blank value (WWP1) obtained manometrically
in this measurement was closest to the theoretical value. A blank was prepared separately
for the manometric measurement, but it was inoculated with the same wastewater.
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We can note that the correct BOD value for effluent containing inhibitory substances
should be measured without dilution. The BOD values for diluted samples showed that
WWP1 and WWP2 were biodegradable when dilution was sufficiently high. These samples
provided different results from the closed-bottle versus the manometric methods.

When increasing the dilution coefficient, at some point the BOD value no longer
increases as a function of dilution, and the maximum value for biodegradable organic
material can be detected from this value. The sample’s own bacteria also participate in the
degradation activity and in competition for nutrients. When deducing a blank value, it
should be remembered that the functional bacteria may be quite different in blank samples
than in actual ones, especially when the water is inhibitive. The inhibitory compounds
interfere with the function of the added bacteria. In the closed-bottle method, only the start
and end points are obtained, so the shape of the curve cannot be seen, and one can then
subtract an incorrect blank value. The iodometric titration method does not work in all
wastewaters.

The main differences between the undiluted and diluted samples were the effects of
inhibition on the result and the activity of different bacteria, and the fact that inhibition
decreased as the samples were diluted. And as a result, both samples were completely
biodegradable when diluted after a measurement period of 28 days with the manometric
method. WWP1 biodegraded by only 75% with titration, and WWP2 did so by about
91–100% with titration. The preliminary data did not take into account water formation,
which can cause results that are too high. Only the amount of organic carbon was used
to calculate the biodegradation degree of the samples. The other difference between the
nondiluted samples and the diluted ones was that no bacteria were added to the nondiluted
ones, in which case the samples were only broken down by their own bacteria. It was very
difficult to find a sample that was sterile, and for this reason, biodegradability also occurred
in inhibitory wastewater.
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